TUCSON POLICE DEPARTMENT

CRIME LABORATORY 44
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

Ik

15 _Serial # (4003523 certifies by her signature:

on_J[R20/o% . witharesultof p-075 AC. D.0FLAC.
on 112bjod , with aresult @ 0-0744C, g.ﬂ?‘?/f‘f.}
and on 2114[0% with aresultof _0.078 AC. p07& AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from 0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

two dates.

Prne Rpran

[rene Doran

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this =70 . day of Febr, sy 2004

Notﬁﬁ:y Public O’Lﬂ =
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THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI=14-404(RA)

ARIZIONA DEPAETHENT OF HEATLTH BERVICES

STANDARD QUALITY AJSTURANCE FRGCEDEREﬂaﬁq
INTOIILYIER MODEL 5000%

AGENCY Tucson Police OA SPRCTALIST _irrf'r?r D;:Jrzrﬂ f’ﬂe’#%aaﬂ

(Print Name)
"OXILYZER SERIAL #@¥—@p333¢ (/5) rocation
E anda vy :2-61; 2004 TIME /OO

AT
play reads "READY TO START" or "PUSH BUTTON TO START
T

"

DIAGNOSTIC TESTS
DVM Test check. Setting should be between .200 and
—  fE

.600. Mode selection switch 52 on, 51 and 83 off o
kevhoard menu selecticn "H". Reading is -

Dlsulay Test check. Mode selection switch 51 an and 52

: and S3 off or keyboard menu selection "V".
Efﬁj Printar Test check. Maode sealection switch 51, 52, 53
off or keyboard menu sslection "P".
E¥%i Clock time check. Mode selection switch:510 on or

i o keyboard menu selectian "E". '
Ezf{J Date check. Mode salection switch 511 on or keyboard

meEnu selection "EY.

Alconol free subject Test result 0.000 AC
Frror recognition logic system functioning
Invalid test printed
t¥£5r_ Proper sample recognition systen
nvalid sample printed
SDeficient sample printed
N/A Complet=ness of sample purge with c
Calibration standard 0. 20 AC
Results: Q0.0F9A4C + 0.0710: 4€

Instrument operating properly and accurately. YESY NO

v}

COHMMENTS:

STIGNATURE % /@ﬂédﬁvﬁ_—_
P ——

Q;ﬂ&ﬁ%jalcahcl cnncentvatlon standard collected for subssguent
analysis.®=*

*WITH OR WITHOUT VAFPOR RECIRCULATION AND WITE OR WITHOUT EKEYBOARD
**THIE STEFP I8 ONLY -REQUIRED IF THIS DEVICE IS BEING USED FCR
BEAMPLE CAPTURE. -

DEH5/DSLS/Form CL17 (Rev.7-93)
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THIS REPORT PREPARED PURSBUANT TO DUTY IMPOESED BY
A.A.C., RI-14-404 (A}

ARIZONA DEPARTHENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE pmcz:-rmzs,%
INTOXILYZER MODEL 5000% |

BTANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police Department Date Jan-20,200% Tine ,{5:33

Intoxilyzer Serialf p¥g@gizie (45 L.ocation Lab i

QA Specialist Lwemc [oren (PR %e 33/)

(Print MName)

{Mﬁkﬁ 1. Pour a standard alcochol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard wvalue: 0.7%0 AC

éjﬂaj 2. Turn on the simulator and allow the temperature to

: 3.

reach 34°C+.2°%C.

QC#Zf- set Intoxilyzer made selection in the ACA mode by
switching mode selection switch #9 on or selecting "c"
on keyhoard manu.

&?£GT 4. Atrtach simulator to the simulator entrance
L) -

ort on the

rc]

Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO START" or
WEUSH BUTTON".

‘/?T &fﬁjﬁﬁ. Push Start Test button or press enter on keyboard.

A
A

44l

tﬂﬁl
4

(<fkJ 7. ZInsert card in responsa to display.
{ £. Air blank completed.
Lﬁi??gﬂ. Calibration check completed.
Test results 0.475 ac +— O O76AC- .

&AK) 10. Air blank completed.

{E%Kjﬁll. when display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

ﬁ?ﬂ 12. Return mode selection switch #9 to off position after
all calihration checks are complete or type Q and enter
on kxayboard. /

SIGNATURE Ay —
lﬁ""

*#WITHE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYEOARD

DHS/DSLS/Form €118 (Rev.7-93)




TUECSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SEEBEVICE RECORD

TUCSON

Dare: 27 o4 | i

[nroxilyzer Seaal Number: ((2) (400333
Qs Dhunda Misse 420

Problem Descniption:

(2[3l63 - lntox transported 1o lab by ofcer beeayse of

P‘r’ﬂ@ﬁw sy 3 : | recelved Processor Ervors 354
La \ab

Il Tf the instrument is taken ourt of service, complete the following:

Date ourt of service 12!5}0 = |

Calibradon Check completed prior to removal from service: |

Il O Yes Darte: = No |

| SQAP completed prior to removal from service:

O Yes Dare: ZNo "

|
‘ Date retumed to service: } LZO ! oA ‘

; I‘ Correcuive Action Taken GL’REPB__{':ES-_' Q&piﬂtﬂd | @ <oUrce on 12])e > ‘

cecorved proassar exror 10 > gend do dpolied
‘ Clochonics far veoair l
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THIS REPORT PREPARED PURSUANT TO DUTY IMPGSED BY »_{/:,i
A.A.C. RI-14-404(n)

ARIZONA DEPARTHMENT OF HEALTH BERVICES

ETANDARD QUALITY AESESURANCE PROCEDURES
INTOZILYZER MODEL 5000w /igl-’\

BTANDARD CALIBRATICON CEECX PROCEZDURE

Agency _Tucson Police Department Date }r /r:ziff}/fﬁc/ Time ;_’!f}ﬁg

Intoxilyzer Serlaj_ﬂrfﬁ_ 50 3 Jﬁ‘LDCﬂ.t._..ﬂu 20 E

QA Specialist :,Qg:ﬁﬂﬁ [0 res] Llisse

[Prlrﬂ: Hame)

{Jﬂ; 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been madsa.
Standard value: 0.d8° AC

LJ&) 2. Turn on the simulator and allow the temperature to

=, reach 34°%C+.2°C.

(<N} 3. set In._ﬂxllyzar mode selection in tha ACA mode by

switching mode selection switch #9 on or selecting "c"

E{ on keyboard menu
Qp ) 4. Attach simulateor to the simulator entrance port on the
Intoxilyzer
‘q_t)*{-} _ﬁﬁ/ 5. Intoxilyzer 5000 display reads "READY TO START" or
D/ "PUSH EUFTTON".
F@iﬂ ) 6. Push Start Test button or press enter on keyboard.
} 7 Insert card in response to display.
\:Ir? } B. Air blank completed.
ﬂﬁqﬁfJ 9. Calibration check completed.

JETJ"‘T Test results D.ﬁﬂ AC /ﬁ e, _7.:7!{(:1__

10. Air blank completed.
\,‘/ 11. When display reads Test Complete remove evidence card.
ttach the card to the completed checklist.
Qjﬂ&f’12+ Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

md-
9 . . —
SIGNATURE e — @J«}bi ]/Wmuv
[ "

*WITHE OR WITEQOUT VAPOR RECIRCULATION AND WITH OR WITEQUT KEYB0ARD

DHS/DSLS/Form €116 (Rev.7-91)




EXHIBIT Q AT
THEIS REPORT PREPARED PURSUANT TOQ DUTY IMPOSED BY
A.A.C. RI-14-404(2)

ARIZONA DEPARTHENT QF HEALTH EERYICES

BETANDARD QUALITY ASSURAMCE PRDCEDUREEaéﬁ
INTOXILYZER MODEL S50Q0%*

AGENCY Tucson Police ga SPECIALIST _ L/EAC bﬂf?'f? /?‘%”753 ;)
(Print Nams

INTOXILYZER SERIAL # Gfﬂ)ﬂ:‘?"ﬂﬂﬁﬂ&' LOCANTION. 77 efrts /I-/:I D=

DATE zﬁfr’ffrs(z?jbf i d 19 J30% TIHE ﬁd?’%;f ]

3 gﬁ?‘ Display reads "READY TO START" or "PUSH BUTTON TO START
PESE.M

TAGHOSTIC TESTS

DVM Test check. Setting should be between .200 and
.600. Mode selection switch 52 on, S1 and §3 9ff or
keyboard menu selection "H". Reading is _ .¢&/ :
Display Test check. Mode selection switch 51 on and Sz
and S3 off or keyboard menu selection "V"

Printer Test check. Hode selection switch s1, s2, 353
off or ﬂEfbDaId manu salectign "B",

Cleock time check. Mode selsction su1+c:h 510 on or
keyboard menu selection "E".

Date cheack. Maode selection switch S11 on or keybaoard
menu salection "E",

W%

QPERATIONAT, THESTS
2lcohol free subject Test result 0.802 AC
Error recognition logic system functioning
: “Invalid test printed
f:zf%ii:_
i P?G?ﬁr sample recognition system
Invalid sample printed_ v
~Deficient sample printed

i

N/ & Completeness of sample purge with collection tube*=*
Y e i Calibration standard 0.05% AC
Results: 0. Ac r p-0rgAL
Instrument operating properly and accurately. YE sV]é__

COMMENTS:

SIGN? h:ﬂr.mz @MEH /C@ﬁrtq"m_

T'E‘ p(‘i alcohol concentration standard collected for subseguent
analysis.«*

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
**THIS BTEP IB ONLY REQUIRED I¥ THYIE DEVICE IS BEING USED FOE
8AMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-33)
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EXEIBIT P Yol

THIS REFORT PREPARED PURBUANT TO DUTY IMPOEED BY
A.A.C. R9-14-404(Rn)

ARIZONA DEFPRRTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PRDCEDURES/%N
INTOXILYZER MODEL 5000%*

ETANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Polj + Date r?f?ﬁé?¥. Time {9§3}f

Intoxilyzer Serialf(/z E"i" ddﬁﬁﬂﬁLocatlan Jeem IV OO

QA Specialist ypzae Domel 240 33/

' (Print Name)

(07 1. Pour a standard alcchol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been madse.

Standard wvalue: 0. 780D AC
\;ﬁxj 2. Turn on the simulator and allow the temperature to
reach 234°Ci.2°C.

{qéﬁ 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.

{:;%ﬂ—¢. Attach simulator to the simulator entrance port on the
Intoxilyzer.

Lﬁ%ﬁh¥%5=5. Intoxilyzer 5000 display reads "“"READY TO START" or
"PUSH BUTTOH'".
/@;Jﬂghs. Push Start Test button or press enter on keyboard.
A Y 7. Insert card in response to display.
E#quEGT’E+ 2ir blank completed.
g. Calibration check completed.
ﬁp@éﬁ Test results 0. ﬂ?’x’-,u-—ﬂ P7& ac
AT ¢y 10. Air blank completed.
LA OxF 11. When display reads Test Complete remave evidence card.

Attach the card to the completed checklist.
Qfﬁbf 12. Return mode selection switch #9 to off position after
; all calibration checks are complete or type Q@ and enter
on yboard. :

SIGNATURE _%(* L7 ~—

+*WITH OR WITHOUT VAPOR RECIECULATION AND WITH OR WITHOUT XKEYEOARD

DHS/DSLS/Form Cl1l6 (Rev.7-93)



